Maintenance Allocation Chart

4110-01-117-3902

Refrigerator, Mechanical, Blood Bank

[C — Operator or Crew; O — Unit Maintenance; DS — Direct Support Maintenance; GS — General Support Maintenance; D — Depot Maintenance]

(D 2 3 “) ®) (6)
GROUP ASSEMBLY MAINTENANCE |MAINTENANCE TSI(\?]ISS REMARKS
NUMBER GROUP FUNCTION LEVEL EQUIPMENT
00 Refrigerator Inspect C
Service C
Test O 01, 02, 20, 19 | Fluke 80TK Temp Probe or equivalent
needed.
Safety (0] 20,29
01 Door Gasket Inspect C
Replace (0] 01, 02
02 Door Hinge Inspect o
Adjust 0 01, 02
Replace (0] 01, 02
03 Door Latch Adjust (0] 01,02
Replace (6] 01,02
04 Power Transformer Test (0] 20
Replace (0] 01, 02
05 Temperature Control Switch Test O 20, 19 Fluke 80TK Temp Probe or equivalent
needed.
Replace (6] 01,02
Adjust (0] 01, 02
06 Lamp Ballast Test o 20
Replace (0] 01, 02
07 Temperature Recorder Test 0 01, 02, 20, 19 | Fluke 80TK Temp Probe or equivalent
needed.
Repair (@) 01, 02, 20, 19 | Fluke 80TK Temp Probe or equivalent
needed.
Replace (@) 01, 02, 20, 19 | Fluke 80TK Temp Probe or equivalent
needed.
Calibrate O 01, 02, 20, 19 | Fluke 80TK Temp Probe or equivalent
needed.
0701 | Temperature Recorder Pen Service C
Replace C
08 Temperature Monitor Test (0] 20
Repair (0] 01, 02
Replace (0] 01, 02
Calibrate O 01,02 Calibration Plug required.
0801 | Temperature Monitor Battery Test C
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(D 2 3 “) ) (6)
GROUP ASSEMBLY MAINTENANCE |MAINTENANCE TSI(\?]ISS REMARKS
NUMBER GROUP FUNCTION LEVEL EQUIPMENT
Replace C
09 | Unit Cooler Inspect C
Repair (0] 01, 02
Replace (0] 01, 02
10 Fan Motor, AC Inspect 0 01, 02
Service (@] 01, 02
Replace O 01,02
I1 | Compressor Unit Refrigeration | Inspect 0]
Service GS 01,02, 04 Special refrigeration tools needed.
Repair GS 01, 02, 04 Special refrigeration tools needed.
1101 | Motor, AC Test DS 20
Replace DS 01, 02, 03 Special refrigeration tools needed.
1102 | Relay Electromagnetic Test 0] 20
Replace (0] 01, 02
1103 | Capacitor, Fixed (Start) Test (0] 20
Replace (6] 01,02
1104 | Filter Drier, Refrigerant Replace DS 01, 02 Special refrigeration tools needed.
1105 | Heating Element Test ¢} 20
Replace (0] 01, 02




